[Use of stereoscopic vision for analysis of digital X-ray images of lungs].
The fundamental principles of digital stereoroentgenography are considered. A special adapter to digital X-ray diagnostic apparatus used to obtain X-ray stereoscopic pairs and Stumpf stereoscopic binoculars for analysis of stereoscopic photographs are described. Specific features of the stereoscopic model of lungs and an exemplary clinical case are considered.